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December 4th., 1980

Castle Chemicals Pty. Ltd.,
18 Greenway Street,
WICKHAM, N.SOW. 2293

Dear Sirs,

[ have to report the results of TGA Disinfectant Tests - Option A, (Hospital
Grade - clean conditions) conducted on the following sample:-

1 x sample labelled "Matador"
The conditions of the tests were:-

Dilution: 1:50
Diluent: Water of 342 ppm hardness

The results are as follows:-
Staphylococcus Escherichia Pseudomonas Proteus

aureus coli aeruginosa vulgaris
N.C.T.C. 4163 N.C.T.C. 8196 N.C.T.C. 6749 N.C.T.C. 4635

Day 3 il . mEee= Ll SRR

Culture Count 2.1 x 108 2.4 x 108 2.5 x 108 5.3 x 108
A1l controls complied with the requirements of the test. |

The above sample PASSED Day 3 of the 3 day TGA Disinfectant Test - Option A.
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’ | Yours /faithfu

N.ROUDENKO.

This laboratory is reQisterod by the National
Assoclation of Testing Authorlties, Australia.
The tests reported hareln have been performed
in accordance with Its terms of reQlstration.
This test document may nol be reproduced
sxcept In {ull.

Registerod Laboratory Number: 404




